Cerebrovascular accident after percutaneous rf thermocoagulation of the trigeminal ganglion. Case report.
A case of cerebrovascular accident associated with percutaneous radiofrequency thermocoagulation of the trigeminal ganglion is presented in the hope of alerting other surgeons to this possible complication.